Background {#s0010}
==========

Sterilization and disinfection are the basic components of hospital infection control activities. Every day, a number of hospitals are performing various surgical procedures. Even more number of invasive procedures are being performed in different health care facilities. The medical device or the surgical instrument that comes in contact with the sterile tissue or the mucus membrane of the patient during the various processes is associated with increased risk of introduction of pathogens into the patient's body. Moreover, there is chance of transmission of infection from patient to patient; from patient or to health care personnel, and vice versa \[e.g., hepatitis B virus (HBV)\]; or from the environment to the patient (e.g., *Pseudomonas aeruginosa*, *Acinetobacter* spp.) through the improper sterilized or disinfected devices. A number of outbreaks and infections were reported in the hospital setup because of improperly sterilized devices.[@bib1], [@bib2] Many infections were reported throughout the world due to use of contaminated endoscopes.[@bib3], [@bib4], [@bib5], [@bib6], [@bib7] Hence, adequate decontamination techniques for medical and surgical devices are needed in all the health care facilities. The health care providers are equally responsible for the reduction and elimination of such infections. Every hospital should have its own guidelines of sterilizing and disinfecting items on the basis of their intended use of medical devices and associated infections. Currently, there is an increase in frequency of newly emerging and multidrug-resistant pathogens in all health care centers for which only few/if any treatments are available. Hence, the medical personnel, laboratory people, and health care providers should have better knowledge regarding these techniques to prevent the spread of these pathogens.

There is no uniform definition or standards for sterilization, disinfection, and cleaning. However, the Clinical and Laboratory Standards Institute has defined some minimum inhibitory concentration testing--based recommendations, which are currently standardized by the International Organization of Standardization.[@bib8] The norms were first established in 2004, and later in 2010, new guidelines were published.

**Sterilization**: Sterilization is defined as a process of complete elimination or destruction of all forms of microbial life (i.e., both vegetative and spore forms), which is carried out by various physical and chemical methods. Technically, there is reduction ≥10^6^ log colony forming units (CFU) of the most resistant spores achieved at the half-time of a regular cycle.

**Chemical sterilant**: These are chemicals used for a longer duration (3--12 h) to destroy all forms of microbes, e.g., peracetic acid (PAA) (0.2%), glutaraldehyde (≥2.4%), *ortho*-phthalaldehyde (OPA) (0.55%), and hydrogen peroxide (7.5%).

**Disinfection**: Disinfection is defined as a process of complete elimination of vegetative forms of microorganisms except the bacterial spores from inanimate objects. Technically, there is reduction of ≥10^3^ log CFU of microorganisms by this method without spores.

**High-level disinfectant (HLD)**: Used for shorter duration and able to kill 10^6^ log microorganisms except spores, e.g., glutaraldehyde (≥2.0%), OPA (0.55%), hydrogen peroxide (7.5%), hypochlorite (650--675 ppm), and hypochlorous acid (400--450 ppm).

**Intermediate level disinfectant (ILD)**: These disinfectants act against *Mycobacterium tuberculosis* and are mainly used for noncritical items contaminated with blood/body fluids.

**Low-level disinfectant (LLD)**: LLDs are used to remove the vegetative form of bacteria, few fungi, and some enveloped viruses from the noncritical items, e.g., 3% hydrogen peroxide, quaternary ammonium compound, diluted glutaraldehyde, phenolics, etc.

**Decontamination and cleaning**: Decontamination is the process of removal of pathogenic microorganisms from objects so that they are safe to handle. Cleaning is defined as removal of visible soil (e.g., organic and inorganic materials) from the surfaces and objects. Technically, it achieves minimum reduction of ≥1 log CFU of microorganisms.

**Antisepsis**: Antisepsis is a process of removal of germs from the skin. When it is related to the patient's skin, it means disinfection of living tissue or skin. When it is related to the health care worker, it means reduction or removal of transient microbe from the skin.

**Germicide**: It is the agent that destroys germs. It includes both antiseptics and disinfectants. The type of microorganism is identified from the prefix (e.g., virucide, fungicide, bactericide, sporicide, and tuberculocide).

Classification of Medical Devices and/or Equipment {#s0015}
--------------------------------------------------

The principal goal of cleaning, disinfection, and sterilization is to reduce the number of microorganisms on the device to such a level that the probability of transmission of infection will be nil. The risk of transmission of infection depends on the type of device. For example, in case of blood pressure--measuring cuff, the device that comes in contact with the skin carries least risk of transmission of disease. On the other hand, devices that come in contact with the neural tissue of a patient suffering from Creutzfeldt--Jakob disease (CJD) have high risk of transmission of infection.[@bib9], [@bib10], [@bib11] To reduce the potential risks of transmission of infection through different devices, *Earle H. Spaulding* in 1968 proposed a classification to define the desired level of antimicrobial killing for different devices.[@bib12] He categorized the devices into three categories depending on the potential risk of transmission of infectious agents: critical, semicritical, and noncritical ([Table 59.1](#t0010){ref-type="table"} ).Table 59.1Spaulding's Classification of Devices[@bib12]Device/ItemDefinitionRisk of InfectionExampleReprocessing ProcedureCriticalMedical device that is intended to enter a normally sterile environment, sterile tissue, or the vasculatureHighSurgical instrument, cardiac catheter, implants, needle, ultrasound probes used in sterile body cavitySterilization by steam, plasma, or ethylene oxideSemicriticalDevices that are intended to come in contact with the mucous membrane or nonintact skinHigh/intermediateFlexible endoscope, respiratory therapy equipment, manometry probes, diaphragm-fitting rings, laryngoscope bladesSterilization desirable, high-level disinfectantsNoncriticalDevices come in contact with intact skinLowBlood pressure cuff, stethoscopeIntermediate or low-level disinfectant

This simple classification of Spaulding's needs to be revised, as it did not address the devices that come in contact with the mucous membrane (e.g., endoscope), biopsy forceps touching the breach sterile tissue, heat-sensitive items, and prions. The Centers for Disease Control and Prevention (CDC) in 1991 proposed an additional category to Spaulding's classification as "environmental surfaces" to represent the surfaces that usually do not come in contact with patient.[@bib13] Environmental surfaces can be further subgrouped as clinical contact surfaces (medical equipment or high-touch surfaces) and housekeeping surfaces. CDC defines clinical contact surfaces as the areas that act like reservoirs of microorganisms, e.g., hands of health care workers. High-touch surfaces such as telephone, light switch board, bedrails, computer, door handle, and medical equipment like ventilator, X-ray machines, and hemodialysis machines are the contacting equipment that subsequently contact the patient. CDC had issued guidelines for hand washing and hospital environmental control. Different LLDs and ILDs that can be used to disinfect the clinical contact surfaces were approved by the Environmental Protection Agency (EPA). The housekeeping surfaces such as walls, floor, and sinks carry very low risk of transmission of infection. So, disinfection of such surfaces is less frequent in comparison to the previous one.

Recommendation of Preferred Methods for Various Medical Devices {#s0020}
===============================================================

The antimicrobial spectra of different methods are different from each other ([Fig. 59.1](#f0010){ref-type="fig"} ). Hence, health care personnel should have adequate knowledge for the selection and recommendation of different sterilization and disinfection methods ([Table 59.2](#t0015){ref-type="table"}, [Table 59.3](#t0020){ref-type="table"} ). A brief knowledge about the compatibility, toxicity, odor, and irritability due to various agents/methods is essential and useful for achieving adequate decontamination.Figure 59.1Increasing order of resistance of microorganisms to sterilization and different levels of disinfectants.Table 59.2Different Methods of Sterilization With ExamplesMethods of SterilizationExampleTargetApplicationHigh temperatureSteam, dry heatAll forms of microbes (vegetative and spore)•Heat-tolerant surgical instruments•Semicritical patient care itemsLow temperatureEthylene oxide gas, hydrogen peroxide, ozone, gas plasma, gaseous chlorine dioxide, ionizing radiation, pulsed lightGram-positive bacteria, gram-negative bacteria, mycobacteria, lipid-enveloped viruses, large nonenveloped viruses, spores, cyst, trophozoite, coccidia•Heat-sensitive critical•Semicritical patient care itemsLiquid chemicalsChemical sterilants*Prions* (resistant to any form of sterilization)•Heat-sensitive critical items•Semicritical patient care items (*that can be immersed*)OthersFiltration•Serum•Vaccines•AntibioticsTable 59.3Different Methods of Disinfection With ExamplesMethods of DisinfectionExampleTargetApplicationHLDHeatPasteurization (∼50 min)All vegetative forms of microorganisms•Heat-tolerant semicritical patient care items (respiratory therapy equipment)ChemicalsChemical sterilantsGram-positive bacteria, gram-negative bacteria, mycobacteria, lipid-enveloped viruses, large nonenveloped viruses, spores, cyst, trophozoite, coccidian•Heat-sensitive semicritical patient care items (e.g., GI endoscopes, bronchoscopes)ILDChemicalsEPA-registered with tuberculocidal activity (e.g., chlorine-based products, phenolics)Gram-positive bacteria, gram-negative bacteria, enveloped and nonenveloped viruses, mycobacteria•Soiled noncritical items•Surfaces contaminated with blood•Devices contaminated with body fluid/feces/sputum/*Mycobacterium*LLDChemicalsEPA registered but without tuberculocidal activity (e.g., chlorine-based products, phenolics, quaternary ammonium compounds, 70--90% alcohol)Vegetative forms of bacteria, lipophilic viruses and some fungi•Noncritical patient care items[^1]

The various chemicals used for the process of antisepsis or skin disinfection are chloroxylenols, anilides, hexachloraphene, polymeric biguanides, alexidine, diamidines, and triclosan.

Sterilization, Disinfection, and Cleaning in the Health Care Facilities {#s0025}
-----------------------------------------------------------------------

Sterilization, disinfection, and cleaning in health care facilities include disinfection and cleaning of environmental surfaces with/without cleaning and reprocessing the medical equipment. The former includes mainly the noncritical items such as surfaces, floors, and high-contact surfaces (sinks, telephones, switches board, bed railings, trolleys etc.). It is observed that regular cleaning of all these housekeeping surfaces dramatically reduces the transmission of the infection.

Recommendation for the Cleaning and Decontamination of Environmental Surfaces[@bib14] {#s0030}
=====================================================================================

•The space for cleaning and other work should be clearly demarcated and separated by walls.•The hospital staffs should be properly trained regarding the cleaning and decontamination practices of hospital surfaces.•The staffs should wear personal prophylactic equipment (PPE), i.e., gowns, gloves, masks, and boots. There must be separate area for removing PPE.•Fresh preparation of detergents or disinfectants should be made every day and used with the appropriate dilution as per the manufacturer instruction.•Wet mopping of floors should be encouraged as dry mopping generates dust aerosols.•Avoid using HLD for environmental surfaces of the hospital and offices. Mopping of the hospital surfaces should be done using detergent. Table tops and counters should also be cleaned regularly by detergent only.•Mopping of high-risk areas such as the intensive care units (ICUs), burn wards, transplant units, isolation wards, operation theaters (OTs), and dialysis machines should be done using HLD instead of detergent. Cleaning by vacuum pump and use of high-efficiency particulate air (HEPA) filters for the exhaust are preferred in these places.

Recommendation for Blood Spill on the Surface[@bib15], [@bib16], [@bib17], [@bib18], [@bib19], [@bib20] {#s0035}
=======================================================================================================

•Cleaning and decontamination of the hospital surfaces having spilled blood is done as per the recommendation of Occupational Safety and Health Administration/World Health Organization/CDC.•ILD or disinfectants with tuberculocidal activity should be used for blood spill in the hospital surfaces.•For decontamination of small amount of blood spills (\<10 mL), sodium hypochlorite solution is used with a dilution of 1:100. For spill \>10 mL, sodium hypochlorite with 1:10 dilution is used for the first application. The organic matter should be cleaned with absorbent material, and final disinfection may be done using sodium hypochlorite solution with 1:100 dilution.

Cleaning and Disinfection of Medical Instruments[@bib15], [@bib16], [@bib17], [@bib21], [@bib22], [@bib23], [@bib24], [@bib25], [@bib26], [@bib27], [@bib28] {#s0040}
============================================================================================================================================================

The cleaning and disinfection of medical equipment depends on their physical nature, character of the material it is made up of, lumen size, etc. Thorough cleaning is preferred before the use of the disinfectants as cleaning effectively removes majority of the microbes from the equipment.•Staffs should be properly educated and trained regarding the cleaning procedure, physical and chemical nature of the instruments, nature of disinfectants, etc. All the staffs during the process should use PPE.•Dry organic materials are difficult to remove from the instrument. Hence, drying should be avoided by immersing the equipment in the detergent or disinfectant solution prior to cleaning. The soaked matter can be cleaned by manual scrubbing and rubbing with brush or automated scrubber and thoroughly washed with water under pressure. Avoid prolonged or overnight soaking of the devices.•The time of exposure, and concentration of the detergent or disinfectant, should be properly maintained as mentioned in the literature. Too low concentration may not work effectively to remove the organic materials or microorganisms.•The pH of the disinfectant should be properly obtained as per the manufacturer's instruction. Delicate articles should be processed in neutral pH.•Enzymes like proteases may be added to the solution to fasten the cleaning action. Enzymatic cleaners with neutral pH are preferred to avoid the damage of the articles. For example, in case of flexible endoscope, neutral pH detergent with enzymatic action is preferred. A new nonenzyme product \[hydrogen peroxide based, US Food and Drug Administration (FDA) cleared\] has been found to be very effective as cleaning agent.

Cleaning and Reprocessing of Patient Care Equipment[@bib14] {#s0045}
===========================================================

Patients care equipment are divided into three categories (critical, semicritical, and noncritical) depending on the intended use and risk of transmission of infection. The cleaning and reprocessing protocol for each category are detailed in [Table 59.4](#t0025){ref-type="table"}, [Table 59.5](#t0030){ref-type="table"}, [Table 59.6](#t0035){ref-type="table"} . Table 59.4Cleaning and Reprocessing of Critical Patient Care ItemsObjectsMode of ReprocessingCatheters (cardiac, arterial, urine)Sterile, single useNeedlesDisposable, single useImplantable devicesSterile, single useIntravascular devicesSterile, single useSurgical instrumentsHeat sterilization in autoclavesArterial pressure transducersSterilize by heat/low-temperature (H~2~O~2~)/ethylene oxideDiagnostic ultrasoundSterilization/HLD as per manufacturer's instructionHeart--lung oxygenator surfacesHeat/low-temperature sterilizationHemodialysis and plasmapheresisHeat/low-temperature sterilizationNeurological test needlesDisposable, if using reusable: Sterilize with heat/steam/sterilize by EtO[^2]Table 59.5Cleaning and Reprocessing of Semicritical Patient Care ItemsItemsMethodsAnesthetic equipment (airways, endotracheal tubes, etc.)Preferably sterilization, HLD may be used as an alternativeRespiratory equipmentHLDLaryngoscopes and its bladeHLD with liquid germicides/disinfectantsEndoscopesHeat sterilization/low-temperature sterilization/HLDNebulizer and nebulizer cupsClean and disinfectRespiratory therapy equipmentHLDResuscitation accessoriesHeat disinfect/wash with detergent and hot water[^3]Table 59.6Cleaning of Noncritical Patient Care ItemsItemsMethodAmbu bag and maskClean with detergent, dry, and thermally disinfectBlood pressure apparatus and cuffDisinfect the cuff with 70--90% alcohol/other LLDsCloth appliancesIf reusable, clean with detergent and water, dry and disinfect with 70% alcoholDopplerHead of the Doppler should be wiped with 70% alcoholBed and bed railsLLDGownsSingle use in case of disposable, if reusable, use 0.5% bleaching powder, dry in sun/cloth drierHigh-touch surfaceClean with 70--90% alcohol twice a dayIV stand, IV monitoring pumpsClean with detergent and water and drySurgical maskDisposable/discard as per manufacturer's recommendationStethoscopeClean the bell with 70--90% alcoholThermometerAfter every use wipe with 70--90% alcoholTrolleysWipe with 70--90% alcohol every dayWalls, wash basinclean with detergent and water[^4]

Reprocessing of the Critical Items {#s0050}
----------------------------------

Devices that come in contact with the sterile parts of the body are included in critical items category. They carry the highest risk of transmission of infection. Hence, sterilization is the method of choice for the reprocessing of these items (heat stable). The FDA has approved ethylene oxide (EtO), plasma sterilization, and liquid sterilization with glutaraldehyde or PAA in heat-sensitive items.[@bib22], [@bib23] All packed sterile items should be kept with proper precaution to avoid environmental contamination.

Reprocessing of Semicritical Items {#s0055}
----------------------------------

Items that come in contact with the mucous membrane of the skin are included in this category. These items should be processed by either heat sterilization or HLD after cleaning ([Table 59.5](#t0030){ref-type="table"}).

All the semicritical items should be rinsed with sterile water or alcohol. Forced air drying after the rinsing process drastically reduces the rate of contamination. It is found that cleaning also reduces the transmission of infection in human immunodeficiency virus (HIV)--contaminated instruments. Items are found to be germ free when soaked in 2% glutaraldehyde for 20 min after the cleaning process. OPA, glutaraldehyde, and automated process using PAA are the three disinfectants commonly used for the reprocessing of endoscopes.

Reprocessing of Noncritical Items {#s0060}
---------------------------------

Items that come in contact with the intact skin are included within noncritical items. These include clothing, floors, high-touch surfaces, furniture, baths, bed pans, weighing scale, brushes, beddings, crockery, earphones, mobiles, and trolleys. The risk of transmission of infection with these items is observed to be the lowest. However, they contribute to the transmission of infection in indirect way. For example, methicillin-resistant *Staphylococcus aureus* (MRSA), and vancomycin-resistant enterococci (VRE) are commonly isolated with the patient's belonging and can be easily transmitted to other patient by health care worker's hand causing infection. These items do not need sterilization; however, they should be regularly cleaned and disinfected with LLD to decrease the transmission of infective organisms ([Table 59.6](#t0035){ref-type="table"}).

Reprocessing of Respiratory Apparatus and Endoscopes[@bib15], [@bib21], [@bib24], [@bib29], [@bib30], [@bib31], [@bib32], [@bib33], [@bib34] {#s0065}
============================================================================================================================================

Respiratory apparatus such as ventilators, humidifiers, nebulizers, pulmonary screening devices, anesthetic equipment, laryngoscope and its blade, and suction equipment are most important in the ICU setup because of its association with the risk of transmission of infection. Proper cleaning and infection preventive measures should be followed while handling these instruments as they are highly associated with the transmission of infection from one patient to other. They come in contact with the mucous membrane of the body, are included in the semicritical item category, and are sterilized or disinfected with the HLD.

Ventilators {#s0070}
-----------

Ventilators are important sources of hospital-acquired infection. This artificial airway is associated with increased chance of aspiration of the bacteria causing infection. Mechanical ventilators are directly not associated with the infection, but their internal circuits (includes the filter, tubing, humidifier, etc.) and the fluids are the potential source of infection. As per the CDC guidelines, the permanent circuits should be replaced with sterile ones, when there is visible soiling or mechanical obstruction. It has been also seen that changing interval of tubing at 7, 14, and 30 days drastically reduces the transmission of infection. In case of detachable circuits, it should be dismantled, cleaned, and disinfected.

Routine Ventilator Care {#s0075}
-----------------------

•Clean the equipment regularly and cover the ventilator, when it is not in use.•Use sterile water to fill the humidifier as tap water causes introduction of microorganisms like *Burkholderia cepacia* and *Legionella* spp.•Use PPE, and mask during handling these equipment. Discard all disposals and perform hand hygiene after each handling.•Tubings of the ventilator are infected with the secretion of the patient. The condensate from the inspiratory lines may spill to the tracheobronchial tree of the patient or into the nebulizer while handling, changing, or manipulating the ventilator circuit.•The effluent from the ventilator may contaminate the environment and can reenter through ventilator to the patient's airway increasing the chance of infection.•Select HEPA filters for both the inspiratory and expiratory limbs of ventilator circuits.•Do not allow the condensate to drain back into the patient's airway or back to into humidifiers.•Change the disposable parts of the ventilator after each use, and decontamination should be done after 48 h for the reusable items.•Clean the visible soiling; sterilize the parts with autoclaving/low-temperature sterilization.•Infant ventilators should be sterilized with EtO.•Toxic residues should be removed after each cycle of sterilization by flushing with air and oxygen.

Humidifiers {#s0080}
-----------

For proper humidification, use sterile water in place of tap water to fill the humidifiers. The fluid should be dispensed aseptically without entering or touching by hand. On the other hand, heat--moisture exchanger (HME) can be used. It absorbs the heat and humidity from the expired air of the patient and stores it. During the inhalation process, the cold dry gas entering to the ventilator absorbs this heat and moisture, thereby reducing the formation of condensate. HME should be exchanged in case of gross contamination, mechanical dysfunction, or in between patients. Humidifiers can be cleaned using 70--90% alcohol. No antiseptic should be added to the water used for the humidifier.

Nebulizer {#s0085}
---------

Use sterile water for nebulization. The remaining fluid or medication should be handled aseptically. After every use, the nebulizer cap should be made dry or flushed with 70--90% alcohol before filling with water. The mouthpiece and mask should also be cleaned with warm water and dried before every use.

Anesthetic Equipment {#s0090}
--------------------

Anesthetic equipment such as face mask, ambu bag, tubings, and endotracheal tubes should be regularly cleaned. In patients suspected of tuberculosis, disposable face mask and tubings should be used. Ambu bag should be kept covered to avoid exposure to dust particles. The bags should be changed in case of visible soiling or secretion.

Pulmonary Screening Device {#s0095}
--------------------------

Do not routinely sterilize or disinfect the internal machinery of pulmonary function test machines. They should be wiped and disinfected with HLD in between patients. All the screening devices (inspiratory force manometer, tidal volume/vital capacity devices, and peak flow meters) should be discarded after single use.

Reprocessing of Endoscopes[@bib29], [@bib35] {#s0100}
============================================

Endoscopes are very useful tools for diagnostic as well as therapeutic processes. Many outbreaks are reported with the contaminated endoscopes due to faulty reprocessing processes. Reprocessing of endoscopes remains the most challenging task in the health care facilities. Although the incidence of infection associated with the contaminated endoscope is quite low (∼1 in 1.8 million procedures), its frequency is found higher in comparison to other devices. The bioburden depends on the body cavity it is intended to visualize. For example, endoscopes used for gastrointestinal tract harbor 10^5^  CFU--10^10^  CFU/mL compared with 6.4 × 10^4^  CFU/mL in bronchoscopes. It also depends on the material it is made up of. Most of the flexible endoscopes (e.g., flexible bronchoscope, gastroscope, duodenoscope, sigmoidoscopes) are found to be heat sensitive and unable to withstand many chemicals. Flexible endoscopes have multiple channels, small lumen, as well as honeycombed and blind ends, which are very difficult to clean. The endoscopes can acquire contamination from the patients, hospital environment, or water supply. It has been noticed that procedures such as endoscopic retrograde cholangiopancreatography (ERCP) are associated with many iatrogenic infection.

When the endoscopes touch the sterile tissue, they are classified as critical items and sterilization or HLD is the ideal procedure for reprocessing. Endoscopes coming in contact with the mucus membrane are classified as semicritical items, and HLD should be used for the reprocessing. With proper cleaning, the level of bioburden seems to be decreased by 4--6 log~10~. Many reports showed that with proper cleaning decontamination could be achieved from HIV also. Few advice the application of 20% glutaraldehyde for 20 min after the cleaning step. The FDA has approved a list of HLDs/sterilants for reprocessing endoscopes. The following norms should be followed by the staffs to reduce the faults during reprocessing.•Each person who reprocesses should be properly trained, use PPE (gowns, gloves, goggles, face mask, etc.) during the process•They should be properly educated about the chemical and biological hazards and comply with the manufacturer's instruction.•Determine which process of sterilization is suitable for your endoscope. If it is heat stable, use autoclave/low-temperature sterilization methods such as hydrogen peroxide gas plasma or PAA, whereas liquid sterilants/HLDs can be used for heat-sensitive scopes.In general, reprocessing of the scopes includes five steps after a leak testing: cleaning, disinfection, rinsing, drying, and storing.

Cleaning {#s0105}
--------

Cleaning can be done by completely immersing the scopes in the detergent/disinfectant solution. All the components should be dismantled before immersion. The internal and external surface of the scopes should be gently cleaned with the help of brush or soft cloth. Brushes should be applied to the orifices and internal surfaces to remove the organic residues. All the items should be cleaned thoroughly, and the disinfectant/detergent should be discarded after cleaning. Determine whether the scope can be suitable for automatic washer with sterilizers. These systems contain PAA/hydrogen peroxide plasma-based (HPP), which are highly effective for killing vegetative and spore forms. Hence, precleaning step is not required with these systems.

Disinfection {#s0110}
------------

First, the endoscope and its accessories should be completely immersed into the disinfectant/sterilant. All the channels should be profused with the disinfectant. The air pockets should be removed for adequate contact of the sterilant with surfaces. The time of exposure, concentration, and temperature should be maintained as per the instruction. The disinfectants that should not be used for endoscopes are chlorine compounds, iodoforms, quaternary ammonium compounds, phenols, and alcohols. OPA for 12 min was found to be more advantageous than glutaraldehyde. Low-temperature sterilization can be achieved with EtO, but it is very lengthy, toxic, and expensive.

Rinse and Dry {#s0115}
-------------

After the treatment with the sterilant, the endoscopes should be thoroughly washed with sterile water/filtered water to remove all the residual chemicals. The scopes should be dried flushing 70--90% alcohol and forced air. Drying should be done after disinfection and before storage to reduce the contamination.

Store {#s0120}
-----

The disinfected endoscopes should be dried, capped, and kept vertically for the prevention of contamination. If automated washer is used, regular maintenance and disinfection of automated washer should be done. Protocol should be developed to know whether the endoscopes are properly cleaned and disinfected or not. After the reprocessing, it can be used up to for 1/2 weeks with the maintenance of proper storage condition.

Risk of Nonendoscopic Transmission of Infection {#s0125}
-----------------------------------------------

There are many issues regarding nonendoscopic transmission of various infections.[@bib36] There were many outbreaks due to the mishandling of various parts of endoscopes \[e.g., intravenous (IV) tubings, needles, or syringes\]. There is no consensus on the microbiological finding especially when the numbers of isolated bacteria are very small/isolation of environmental contaminants like coagulase-negative *Staphylococcus aureus* or *Bacillus* sp. Alfa et al. have given \<100 CFU/mL as the benchmark of a reprocessed endoscope channel. It has been also observed that pathogens like *M. tuberculosis* and *P. aeruginosa* are increasingly resistant to the commonly used HLD, i.e., glutaraldehyde. Now many rapid test methods such a strip detecting the residual protein, hemoglobin carbohydrate within the channels, and bioluminescence-based tests are available. Along with the new technology of HLDs such as improved hydrogen peroxide, improved automated endoscopic reprocessor are also introduced, e.g., EVOTECH (FDA cleared). The EVOTECH machine reduces the manual cleaning process. All the scopes are put inside it after cleaning, and it checks all the leaks, disinfects, and promotes drying by alcohol flush.

Processing of Other Scopes {#s0130}
--------------------------

Laparoscope is one of the popular equipment that enters into the sterile space. It is rigid, easy to clean, and disinfect. Hence the risk of transmission of infection is also found less. It is disinfected with the HLDs. The gastrointestinal endoscopes such as duodenoscopes are used in the ERCP process. They are commonly found to be associated with introduction of iatrogenic infection. All the gastrointestinal endoscopes must be reprocessed after every patient because of high bioburden. Since majority of them are heat sensitive, they should be sterilized with HPP or PAA. Similarly, bronchoscope should be reprocessed depending upon the material used. In general, the flexible bronchoscopes are sterilized with HPP or PAA, and rigid bronchoscopes are sterilized with steam sterilization. All other flexible scopes such as the thoracoscope, laryngoscope, sinuscope, and esophagoscope are sterilized with HLDs.

Specific Issues {#s0135}
===============

Cleaning and Disinfecting Surface and Floors[@bib37], [@bib38], [@bib39], [@bib40] {#s0140}
----------------------------------------------------------------------------------

In general, routine cleaning and disinfection of the hospital surface and floors should be done using EPA-registered hospital detergent/disinfectant. These procedures are very important in places like the ICU, OTs, and emergency rooms, where there is likely chance of getting contamination with the blood/other body fluids. Routine environmental disinfection remains crucial particularly in case of respiratory syncytial virus infection, severe acute respiratory syndrome complex, norovirus infection, clusters of *Clostridium difficile* or infection with MRSA. Disinfection should be done daily for all areas with patients in contact isolation (patients infected with MRSA). Norovirus infection is highly contagious, hence items contaminated with norovirus infection vomit should be immediately disinfected with concentrated bleach or oxygen-related compound is needed.

Inactivation of Emerging/Resistant Bacteria {#s0145}
-------------------------------------------

Emerging pathogens and multidrug-resistant bacteria are one of the major concerns in medical facilities. Emergence of antibiotic resistance in certain bacteria, e.g., multidrug-resistant *M. tuberculosis*, MRSA, VRE, extended spectrum of β-lactamases, and metallo-β-lactamase producers are also important causes of various infection. Except prions, most of the aforementioned pathogens are susceptible to different sterilization and disinfection procedures (see list of FDA-approved chemicals in [Table 59.7](#t0040){ref-type="table"} ). Hence, standard sterilization methods and EPA-registered disinfectants should be used for all the equipment, devices, and surfaces irrespective of the patient status (known to be infected/not infected) to prevent the transmission of these infections. A sporicidal germicide such as glutaraldehyde/OPA/PAA/glutaraldehyde with phenol/H~2~O~2~ is required for the proper elimination of *C. difficile* spores.Table 59.7Disinfectants Approved by the FDA for Processing Medical Devices[@bib14]Chemical Sterilants (Sporicidal) Claiming SterilizationName of DisinfectantUse-DilutionContact TimeGlutaraldehyde≥2.4%10 h at 20--25°C\
7.5 h at 35°CGlutaraldehyde with phenol/phenate1.12%/1.93%, 0.95%/1.64%12 h at 25°CHydrogen peroxide with peracetic acid7.35%/0.23%, 1.0%/0.08%, 8.3%/7%3 h at 20°C, 5 h at 25°CHydrogen peroxide7.5%6 h at 20°CPeracetic acid0.2%Only cleared for use with STERIS system, 12 min at 50--55°CHLDsGlutaraldehyde≥2.0%5 min at 35−37.8°C to 90 min at 25°C*Ortho*-phthalaldehyde0.55%12 min at 20°C, 5 min at 50°C0.6%12 min at 20°CHydrogen peroxide7.5%30 min at 20°CHydrogen peroxide and peracetic acid1.0%/0.08%25 min at 20°C7.35%/0.23%15 min at 20°C8.3%/7%5 min at 20°CHypochlorite and hypochlorous acid650--675 ppm10 min at 25°C400--450 ppm10 min at 30°CGlutaraldehyde and phenol/phenate1.121%/1.93%20 min at 25°CGlutaraldehyde + isopropyl alcohol3.4%/26%10 min at 20°C[^5]

Disinfection of Human Immunodeficiency Virus, Hepatitis B Virus, Hepatitis C Virus, and Tuberculosis-Contaminated Devices {#s0150}
-------------------------------------------------------------------------------------------------------------------------

All the equipment, devices, and surfaces should be treated in the same way as infected regardless of the whether the patient is known to be infected with HIV, HBV, HCV, or *M. tuberculosis*. These should be sterilized or disinfected with HLDs approved by the EPA or FDA (see [Table 59.7](#t0040){ref-type="table"}).

Among the LLDs, isopropyl alcohol is one of the common disinfectants used for small surface areas at a concentration of 60--95%. It has no action on spores, but it is active against bacteria, viruses, fungi, and *M. tuberculosis*. Iodophore and phenolic compounds are ILDs, which are used to disinfect various surgical and medical instruments. The exposure time is about 10 min. They were found to be inactive against bacterial spores.

Special Precaution for Inactivation of Creutzfeldt--Jakob Disease[@bib13], [@bib23], [@bib29], [@bib30] {#s0155}
=======================================================================================================

CJD has become a major crisis for the medical field because of lack of curative treatment. CJD is a highly infectious disease caused by the infection by prions (altered protein fragment). High-risk tissues include the neurological tissues such as the brain, spinal cord, and eye (retina, optic nerve). Prions are resistant to the routine sterilization methods (includes heat sterilization and chemical sterilants). There are special guidelines for the sterilization and decontamination of the instruments exposed to patients with CJD.

Risk assessment of the patient is done with the following criteria.•Known or suspected case of CJD or other transmissible spongiform encephalopathy•Unusual progressive dementia with myoclonus and ataxia•Family history of CJD/Gerstmann--Sträussler--Scheinker disease/fatal familial insomnia, dura matter transplant•Cadaver-derived pituitary hormone injection, etc.

All the critical and semicritical devices exposed to the aforementioned surfaces are considered as infective and should be disinfected with proper care. Sodium hydroxide (1N NaOH, 121°C for 30 min) along with steam sterilization is used. Instruments that do not tolerate this above method, must be cleaned twice, treated with various chemicals such as PAA, iodophors, 3% sodium dodecyl sulfate, or 6M urea and autoclaved at 121°C for 30 min. The noncritical items are difficult to clean and should be discarded.

Health Care--Associated Infections {#s0160}
==================================

Definition[@bib13], [@bib41], [@bib42] {#s0165}
--------------------------------------

Hospital-acquired infection or nosocomial infection (NI) is defined as the localized or systemic infection acquired during the hospital care due to the adverse reactions to the presence of an infectious agent(s) or its toxin, which was neither present nor in incubating period during the time of admission. On the other hand, it can be defined as the infection that appeared after 48 h of admission to the hospital. Over 1.4 million people acquire infection from the hospital worldwide.[@bib43], [@bib44] In developed countries, the incidence of NI varies from 5% to 25%.[@bib45], [@bib46] The incidence of NI in pediatric ICU is estimated to be about 6.1--29.6%.[@bib14] Across the world, the incidence of NI (1%) was found lowest in the Netherlands.[@bib14]

Nowadays, health care--associated infection (HAI) has become a major arm of NI, which indirectly reflects the colonized pathogens or exposure to variety of infectious agent through contaminated devices. The infection is usually mild, but sometimes it may become severe and life threatening. Majority of infection occur in the ICUs, nurseries, and surgical units. Additionally, with the increase in the length of stay, the treatment procedures become very expensive. In Europe, HAIs contribute approximately 16 million extra stays in the hospital and 37,000 deaths per year.[@bib47] The incidence of HAI varies from 5.1% to 11.6% in developing countries in comparison to 7.1% in Europe.[@bib47] Death rate varies from infection to infection. For example, HAI due to blood stream infection and ventilator-associated pneumonia increase the death rate as well as the extra cost due to hospital stay. It was estimated that death rate due to HAI is more than death rate due to AIDS, breast cancer, and road traffic accidents. HAI is considered as the eighth most common cause of death in the United States. The mortality rate also varies depending on the patient population and health care setting.

Common Health Care--Associated Infections[@bib48] {#s0170}
-------------------------------------------------

HAIs can be transmitted by the medical devices or the unclean hands of the health care workers. The infection caused by devices (such as catheter, ventilator) are catheter-related blood stream infection (CR-BSI), catheter-associated urinary tract infection (CA-UTI), ventilator-associated pneumonia (VAP), etc. Infection due to *C. difficile* can be transmitted among the patients due to mal hand hygiene practice of the health care worker. The various bacterial pathogens causing HAI are MRSA, VRE, vancomycin-resistant *Staphylococcus aureus*, *M. tuberculosis*, *Acinetobacter* spp., *P. aeruginosa*, *B. cepacia*, *C. difficile*, *Clostridium sordellii*, *Escherichia coli*, and *Klebsiella* spp. Infections due to hepatitis virus, HIV, influenza virus, and norovirus are the common infections acquired in the hospital settings.

Infections in Operating Rooms and Intensive Care Units {#s0175}
======================================================

Source {#s0180}
------

The infections in operating rooms (ORs) mainly appear as surgical site infections (SSIs). The route of entry of the pathogens can be either air born or by contact of the contaminated instruments and hands of health care provider.[@bib49], [@bib50] The majority of SSIs occur due to transfer of bacteria from air to the wound and less frequently with the contact. The bacteria from the patient get into the air and later settle down on the surface of the floor/instruments/health care provider's hand, etc. Ventilation of the OTs dramatically reduce the incidence of postoperative infections. It is also observed that the number of airborne infection increases with the number of members and movements inside the OT setup. The patients, in the ICU, have severe illness, impaired defense mechanism, and on the invasive devices (e.g., ventilators, IV catheter, urinary catheter).[@bib14] Extreme of age, multiple trauma, burn, and abdominal surgery are the commonest risk factors for the patients to acquire NI during their stay. Prolong hospitalization, immobilization, overcrowding, low patient--nurse ratio, and poor infection control practices enhance the infection rate in the ICUs.[@bib14] Common infections that occur in the ICUs are VAP, CR-BSI, CR-UTI, SSI, *C. difficile*--associated diarrhea, etc. Device-related infections are most common among all.

Measures to Reduce Health Care--Associated Infection {#s0185}
----------------------------------------------------

SSIs are the commonest HAI infections that occur in the OT due to faulty preventive protocols. These infections are difficult to treat and life threatening also. Hence, recommendation of guidelines and application of the methods are required to prevent SSIs in the ORs.

Design of Operating Room[@bib14] {#s0190}
--------------------------------

Designing the ORs is a complex task and should be done as per the recommendations. At least one anesthesiologist should be in the team while designing ORs. The aim is to give maximum benefit to the patients arriving to the ORs for various diagnostic, therapeutic, and palliative procedures. The ORs should be separated from the main hospitals. The floors and walls should be smooth and covered with antistatic material, so that lesser amount of dust particles can be absorbed. Broadly, the ORs can be described in three sections. From outer to inner disposal zone, clean zone, and aseptic zone. The innermost protective zone should have maximum negative pressure and least bacteriological count in comparison to other zones. The inner negative pressure allows the free flow of germ-free air from outside to inside.1.Outer/disposal zone: outer disposal area of the ORs.2.Clean zone: a semirestricted area contains store room, anesthetic room, recovery room, scrub room, and rest room for the staffs. The exit of the clear zone should be through the outer zone.3.Aseptic zone: it should be restricted to the working team. It includes the OT and the area for storage of sterile equipment.

Ventilation and Cleaning of the Operating Rooms {#s0195}
-----------------------------------------------

In the ORs, air flow system or ventilation removes the majority of airborne bacteria. ORs should be designed properly for adequate ventilation. The air flow system is composed of ventilation, direction of air flow, maintenance of pressure, air filtration, etc. Clean filtered air and adequate ventilation of indoor air are the two key factors in reduction of airborne infection. Ventilation helps in maintenance of the temperature and humidity. The OR's temperature should be kept 1°C lesser than the outside and maintained in between 18 and 24°C. About 40--60% of relative humidity should be maintained inside the ORs for the comfort of the staff. Ventilation causes exchange of air, and thereby removes all the bacteria released from the patient during the operative procedure and dilutes the anesthetic gases from the ORs. The direction of air flow should remain from the ORs to the main corridor. It has been observed that turbulent air flow exchanges the air more efficiently than low-velocity unidirectional flow. The anesthetic gases should be removed other than the main exhaust. Filters with an efficiency of 20--40% are adequate at the entry side. HEPA filters, which can remove particles of size \>0.3 μm with efficiency of \>99.97% are used as the second-line filters near the ORs, ICUs, burn wards etc. Air from the HEPA filters flow unidirectionally (vertically or horizontally) causing few airborne bacteria at the operation site. Exponential laminar air flow has been designed to overcome the limitation. The recommended air change rates (ACHs) in ORs and recovery room are 20 ACH/h and 12--15 ACH/h, respectively. In ultraclean ventilated theaters, the minimum ACH should be 37 ACH/h.

Cleaning of the OT complex should be done either with vacuum or by wet mopping. Try to keep the surfaces and floors dry, when the room is in use. The equipment inside the room should be covered during the cleaning process. All the inanimate objects (like tables, chairs, trolleys, sink door handler, etc.) should be cleaned with an EPA-approved LLD detergent. Mopping should be regularly done at the beginning of each day before the OT process is going to start. The OT tables, trolley tops, lamps, etc., should be cleaned between use for each patient using LLD.

Microbiological Sampling {#s0200}
------------------------

Routine bacteriological surveillance of ORs should be done for monitoring the presence of various airborne pathogens. The rate of microbial contamination in a well-designed, properly filtered, ventilated, and disinfected OT is much less. In conventionally ventilated theaters, microbiological sampling is done in the following way. Close all the doors of the ORs and keep empty for 1 h. Using an air sampler, \>250 L \[recommended amount is 1 m^3^ air (100 L)\] air should be exposed to the no-selective culture medias. At least two samples should be taken per OR. The colony count should not exceed 50--150 CFU/m^3^. As per the UK guidelines, with a 5-min exposure, the standard bacterial count should not exceed 35 bacterial and/or fungal particles per cubic metre of ventilating air. Similarly, the Geneva guidelines takes the standard of 25 CFU/m^3^ for an empty OR and 180 CFU/m^3^ for 5-min exposure. The working condition of HEPA filters should be checked first. In properly functioning HEPA filters, the amount of airborne microbial contamination is very low. In unidirectional air flow zone, microbiological sampling is done from the four corners of the perimeter zone, one from the center and four from the inner corners of the inner zone. This zone should not contain more than 0.5 CFU/m^3^.

Health Care--Associated Infections in the Intensive Care Units and Its Prevention {#s0205}
---------------------------------------------------------------------------------

NIs or HAIs are a major cause of morbidity and mortality in the medical setup. The patients in the ICUs are observed to be more ill, receiving multiple high antibiotics, on multiple devices, and exposed to multiple antibiotic-resistant colonizers. The incidence of HAIs is found to be five to six times higher in the ICUs than in the general wards. The overall rate of ICU infection varies from 5% to 35% of which approximately 25% are hospital-acquired infections. The most common infections observed in the ICU setup are ventilator-associated infection (VAP), CR-BSI, CA-UTI, SSI, *C. difficile*-associated diarrheas, etc. Among these infections device-related infection (VAP, CA-BSI, CA-UTI) constitute 80%. Various risk factors for the development of infections are divided into host-related and hospital-related factors. The host-related factors include severity of diseases, extreme of ages, immunocompromised conditions (malignancy/transplant/organ failure/HIV infection), burn injury, trauma, and extensive surgeries. The factors related to the hospital or treatment are device related, treatment on immunosuppressive drugs, multiple blood transfusion, hemodialysis, parenteral nutrition, prolong immobilization, etc. Since most of the infections are caused by the colonizers, the common pathogens isolated in these infections are MRSA, VRE, ESBL-producing gram-negative bacteria, *Stenotrophomonas maltophilia*, fluconazole-resistant *Candida* spp., etc.

HAIs in the ICUs can be prevented by the application of recommended preventive measures. The HAI rate has been reduced to one-third with proper applicability of infection control programs. One should have adequate knowledge about the risk factors, source of infection, type, and causation of infections to plan and establish the preventive strategies.

Bundle Approach for Reducing Infection {#s0210}
--------------------------------------

Bundle approach is an evidence-based group approach of preventive measures, which is found to be more effective when executed together. Studies confirm that combined interventions result in better outcome than individual. These bundle approaches are small (three to five), straightforward practices performed in groups. These are mainly applied for the NIs such as CR-BSI, VAP, CA-UTI, and SSI. However, the rate of reduction of these infections also depends on the baseline rate of infection of that health care center, staff adherence to the tactics, and the preventive measures chosen for the bundle.

CR-BSI is an important cause of mortality and morbidity in patients admitted to the ICUs. The number increases with the increase in handling, duration of insertion, number of manipulation, number of lumens, etc. Studies have proved that a large proportion of infections are preventable by applying the various control measures. All the elements of the bundle must be executed at the same point of time. These include hand washing, full-barrier precaution during the insertion of central line catheter, cleaning of the skin with chlorhexidine solution every time, frequent infusion of heparin or heparinlike substance through total parenteral nutrition to prevent the formation of fibrin, removal of unnecessary catheters, and avoidance femoral site catheterization.

VAP is another important cause of ICU-acquired infection. It not only causes mortality but also is responsible for substantial cost of treatment. Various recommendations for the prevention of VAP include (1) appropriate cleaning, disinfection, and sterilization of ventilator equipment, (2) maintenance of ventilator circuits, and (3) routine care of patients requiring ventilation.[@bib14] The cleaning, disinfection, and sterilization of the equipment have been discussed earlier in the chapter. The preventive measures taken for the patients to reduce the rate of VAP are use of orotracheal intubation, noninvasive ventilation, minimization of the duration of ventilation. The patient should be maintained in semirecumbent position (30--45 degrees elevation of head of the bed). Regular oral care should be performed. CA-UTI is another common cause of infection in the ICUs[@bib14]. Staff must be trained enough to differentiate asymptomatic bacteriuria from infection due to catheterization. Regular education regarding repeated hand washing before and after catheterization, maintenance of a closed system, maintaining free urine flow, and securing the catheter position correctly should be given to the health care workers for the prevention of these infections. SSI is a very common and life-threatening infection during ICU stays.[@bib14] There are various evidence-based guidelines recommended by the CDC. Preoperative patient preparation, management of the colonizers, correct surgical technique, adequate antimicrobial prophylaxis, adequate sterilization and disinfection of the environmental surfaces, proper aseptic techniques, as well as washing surgical hands before and after the operative procedure are various preventive measures that can be taken to reduce the incidence of SSIs.

About one-third of the infections in the ICUs can be prevented by implementation of recommended preventive measures. Apart from education of the health care personnel and standard precaution measures, other precautions like contact precaution, airborne precaution, and droplet precaution should be taken to prevent various infections. Antibiotic-associated diarrhea due to *C. difficile*, and infection due to *E. coli* (O157:H7), *Shigella* spp., hepatitis A, rotavirus, etc., can be transmitted by contact with infected patients or items. Similarly infections transmitted by droplet such as tuberculosis, varicella, measles, viral hemorrhagic fever, and influenza can be prevented by taking adequate precaution. Use of antibiotics should be restricted in the ICU setup. Minimum precautions like heating the water before use, regular cleaning, and maintenance of water tanks can be done to prevent water-borne infections.

Conclusion {#s0215}
==========

To conclude, sterilization, disinfection, and cleaning are the mainstay of hospital infection control activities. The selection and application of different methods should be done as per the recommendation and according to the manufacturer's instruction. Hand hygiene remains the cornerstone of all infection control activities.

[^1]: *EPA*, Environmental Protection Agency; *GI*, gastrointestinal; *HLD*, high-level disinfectant; *ILD*, intermediate-level disinfectant; *LLD*, low-level disinfectant.

[^2]: *EtO*, ethylene oxide; *HLD*, high-level disinfectant.

[^3]: *HLD*, high-level disinfectant.

[^4]: *IV*, intravenous; *LLD*, low-level disinfectant.

[^5]: *FDA*, US Food and Drug administration; *HLD*, high-level disinfectant.
